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21 CFR Ch. I (4–1–98 Edition)§ 436.330

§ 436.330 Thin layer chromatographic
identity test for bacampicillin.

(a) Equipment—(1) Chromatography
tank. Use a rectangular tank approxi-
mately 23 × 23 × 9 centimeters, with a
glass solvent trough on the bottom and
a tight-fitting cover, lined with
Whatman’s 3MM chromatographic
paper (0.3 millimeter) or equivalent.

(2) Plates. Use 20 × 20 centimeter thin
layer chromatography plates coated
with Silica Gel 60F 254 or equivalent to
a thickness of 250 microns.

(b) Reagents—(1) Developing solvent.
Mix methylene chloride, chloroform,
and 95 percent ethyl alcohol in volu-
metric proportions of 100:10:10, respec-
tively.

(2) Spray solution. Dissolve 1 gram of
ninhydrin in 100 milliliters of n-buta-
nol and add 1 milliliter of pyridine.

(c) Spotting solutions—(1) Preparation
of working standard solution. Dissolve
and dilute a weighed amount of the
bacampicillin hydrochloride working
standard with sufficient 95 percent
ethyl alcohol to obtain a solution con-
taining 2 milligrams per milliliter.

(2) Preparation of sample solution. Dis-
solve and dilute a weighed amount of
the sample with sufficient 95 percent
ethyl alcohol to obtain a solution con-
taining 2 milligrams per milliliter.
Proceed as described in paragraphs (d)
and (e) of this section.

(d) Procedure. Pour the developing
solvent into the glass trough on the
bottom of the tank and onto the paper
lining the walls of the tank. Cover and
seal the tank. Allow it to equilibrate
for one hour. Prepare a plate as fol-
lows: On a line 2.5 centimeters from the
base of the thin layer chromatography
plate and at intervals of 2.0 centi-
meters, spot 5 microliters of the work-
ing standard solution to positions 1 and
3. When these spots are dry, apply 5
microliters of the sample solution to
points 2 and 3. After all the spots are
thoroughly dry, place the plate into
the trough in the bottom of the tank.
Cover and tightly seal the tank, allow
the solvent front to travel about 15
centimeters from the starting line
(about 30 minutes) and then remove the
plate from the tank. Air dry the plate.
Visualize the spots by spraying with
spray solution and heating in an oven
at 100° C for approximately 10 minutes.

(e) Evaluation. Measure the distance
the solvent front traveled from the
starting line, and the distance the
spots are from the starting line. Divide
the latter by the former to calculate
the Rf value. Bacampicillin appears as
a purple spot at an Rf value of approxi-
mately 0.52. The test is satisfactory if
the Rf value of the sample compares
with that of the working standard. The
combined spot should appear as a sin-
gle spot of corresponding Rf value.

[46 FR 25602, May 8, 1981, as amended at 49
FR 2242, Jan. 19, 1984]

§ 436.331 High-pressure liquid
chromatographic assay for
dactinomycin.

(a) Equipment. A suitable high-pres-
sure liquid chromatograph equipped
with:

(1) A low dead volume cell 8 to 20
microliters;

(2) A light path length of 1 centi-
meter;

(3) A suitable ultraviolet detection
system operating at a wavelength of
254 nanometers;

(4) A suitable recorder of at least
25.4-centimeter deflection;

(5) A suitable integrator; and
(6) A 30-centimeter column having an

inside diameter of 4.0 millimeters and
packed with octadecyl silane chemi-
cally bonded to porous silica or ce-
ramic microparticles, 5 micrometers to
10 micrometers in diameter, U.S.P. XX.

(b) Mobile phase. Mix acetonitrile
(high-pressure liquid chromatography
grade): water (60:40). Filter the mobile
phase through a suitable glass fiber fil-
ter or equivalent that is capable of re-
moving particulate contamination to 1
micron in diameter. Degas the mobile
phase just prior to its introduction
into the chromatograph pumping sys-
tem.

(c) Operating conditions. Perform the
assay at ambient temperature with a
typical flow rate of 2.5 milliliters per
minute. Use a detector sensitivity set-
ting that gives a peak height for the
working standard that is at least 50
percent of scale. The minimum be-
tween peaks must be no more than 2
millimeters above the initial baseline.

(d) Preparation of working standard
and sample solutions—(1) Preparation of
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