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(3) Adhere to the laboratory’s quality
control policies, document all quality
control activities, instrument and pro-
cedural calibrations and maintenance
performed;

(4) Follow the laboratory’s estab-
lished policies and procedures when-
ever test systems are not within the
laboratory’s established acceptable lev-
els of performance;

(5) Be capable of identifying problems
that may adversely affect test perform-
ance or reporting of test results and ei-
ther must correct the problems or im-
mediately notify the general super-
visor, technical supervisor, clinical
consultant, or director;

(6) Document all corrective actions
taken when test systems deviate from
the laboratory’s established perform-
ance specifications; and

(7) Except as specified in paragraph
(c) of this section, if qualified under
§ 493.1489(b)(5), perform high complexity
testing only under the onsite, direct
supervision of a general supervisor
qualified under § 493.1461.

(c) Exception. For individuals quali-
fied under § 493.1489(b)(5), who were per-
forming high complexity testing on or
before January 19, 1993, the require-
ments of paragraph (b)(7) of this sec-
tion are not effective, provided that all
high complexity testing performed by
the individual in the absence of a gen-
eral supervisor is reviewed within 24
hours by a general supervisor qualified
under § 493.1461.

[57 FR 7172, Feb. 28, 1992, as amended at 58
FR 5236, Jan. 19, 1993; 60 FR 20050, Apr. 24,
1995]

Subparts N–O [Reserved]

Subpart P—Quality Assurance for
Moderate Complexity (In-
cluding the Subcategory) or
High Complexity Testing, or
Any Combination of These
Tests

SOURCE: 57 FR 7183, Feb. 28, 1992, unless
otherwise noted.

§ 493.1701 Condition: Quality assur-
ance; moderate complexity (includ-
ing the subcategory) or high com-
plexity testing, or any combination
of these tests.

Each laboratory performing mod-
erate complexity (including the sub-
category) or high complexity testing,
or any combination of these tests,
must establish and follow written poli-
cies and procedures for a comprehen-
sive quality assurance program that is
designed to monitor and evaluate the
ongoing and overall quality of the total
testing process (preanalytic, analytic,
postanalytic). The laboratory’s quality
assurance program must evaluate the
effectiveness of its policies and proce-
dures; identify and correct problems;
assure the accurate, reliable and
prompt reporting of test results; and
assure the adequacy and competency of
the staff. As necessary, the laboratory
must revise policies and procedures
based upon the results of those evalua-
tions. The laboratory must meet the
standards as they apply to the services
offered, complexity of testing per-
formed and test results reported, and
the unique practices of each testing en-
tity. All quality assurance activities
must be documented.

[60 FR 20050, Apr. 24, 1995]

§ 493.1703 Standard; Patient test man-
agement assessment.

The laboratory must have an ongoing
mechanism for monitoring and evalu-
ating the systems required under sub-
part J, Patient Test Management. The
laboratory must monitor, evaluate,
and revise, if necessary, based on the
results of its evaluations, the fol-
lowing:

(a) The criteria established for pa-
tient preparation, specimen collection,
labeling, preservation and transpor-
tation;

(b) The information solicited and ob-
tained on the laboratory’s test requisi-
tion for its completeness, relevance,
and necessity for the testing of patient
specimens;

(c) The use and appropriateness of
the criteria established for specimen
rejection;
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